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Evaluation of Candidate Rain Gages for Upgrading
Precipitation Measurement Tools for the National
Atmospheric Deposition Program

By John D. Gordon
Abstract

The National Atmospheric Deposition
Program (NADP) was established in 1977 to
investigate atmospheric deposition and its effects
on the environment. Since its establishment,
precipitation records have been obtained at all
NADP sites using a gage devel oped approxi-
mately 50 years ago—the Belfort 5780 mechan-
ical rain gage. In 1998 and 1999, a study was done
by the U.S. Geologica Survey to evaluate four
recently devel oped, technol ogically advanced rain
gages as possible replacement candidates for the
mechanical gage currently (2002) in use by the
NADP. The gage types evaluated were the Belfort
3200, Geonor T-200, ETI Noah |1, and the OTT
PLUVIO. The Belfort 5-780 was included in the
study to compare the performance of therain gage
currently (2002) used by NADP to the perfor-
mance of the more recently developed gages. Asa
reference gage, the NovaLynx Model 260-2510
National Weather Servicetype stick gage also was
included in the study. Two individual gages of
each type were included in the study to evaluate
precision between gages of the same type. A two-
phase eval uation was completed. Phase |
consisted of indoor bench tests with known
amounts of simulated rainfall applied in 20 indi-
vidual tests. Phase |1 consisted of outdoor testing
by collecting precipitation during a 26-week
period near Bay St. Louis, Mississippi. The ETI
Noah Il, OTT PLUVIO, and NovalLynx stick
gages consistently recorded depths more
commensurate with the amounts of applied ssimu-
lated rainfall in Phase | testing than the Geonor
T—200, Belfort 5-780, and Belfort 3200 gages.

Gages where both the median difference between
the measured and applied ssimulated rainfall and
the interquartile range of all of their measured
minus applied ssmulated rainfall differences were
small (lessthan or equal to 0.01 inch) werejudged
to have performed very well in Phase | testing.
The median and interquartile-range values were
0.01 inch or lessfor each of the ETI Noah |1
gages, OTT PLUVIO gages, and NovalLynx stick
gages. The performance of the Geonor T—200 and
Belfort 3200 gages was affected by technical
problems during Phase | testing. As part of the
evaluation of Phase | results, the average weekly
precipitation totals obtained from the Belfort
5-780 gages and from each of the gages under
consideration as possible replacements for the
Belfort 5-780 gage were all compared with the
average precipitation weekly totals obtained from
two NovalLynx stick gages. The median absolute
differences between a particular gage model and
the NovalLynx stick reference gage for the

26 weeks of outdoor testing ranged from

0.04 inch for the ETI Noah Il and OTT PLUVIO
gages to 0.06 inch for the Geonor T-200. The
total absolute difference between a particular
gage type and the reference gage ranged from
1.23 inches for the Belfort 5-780 to 1.83 inches
for the Geonor T—200 gages. Because the Belfort
3200 gages were inoperable for most of the Phase
[l testing, it is not meaningful to include the
results from that gage type in a calculation of
median or total absolute differences. The OTT
PLUVIO proved to be the most reliable gage in
Phase | and Il testing, operating trouble free over
the duration of the study.

Abstract
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INTRODUCTION

Since 1977, the National Atmospheric Deposi-
tion Program (NADP) has investigated atmospheric
deposition and its effects on the environment.
Currently (2002), the NADP operates approximately
260 monitoring sites at approximately 230 locations
throughout the United States, and in Puerto Rico and
the Virgin Islands (fig. 1), and at alocation in Canada.
Three separate networks comprise the NADP—the
National Trends Network (NTN), the Mercury Deposi-
tion Network (MDN), and the Atmospheric Integrated
Research and Monitoring Network (AIRMoN). The
NTN is aweekly monitoring network designed to
collect data on the chemistry of precipitation for moni-
toring geographical and temporal long-term trends.
The objective of the MDN is to develop a national
database of weekly concentrations of total mercury in
precipitation and the seasonal and annual flux of total
mercury in wet deposition. AIRMoN isadaily precip-
itation-chemistry-monitoring network sponsored by

the National Oceanic and Atmospheric Administration
Air Resources Laboratory (National Oceanic and
Atmospheric Administration, 2002). Whereas the
NTN was designed to characterize long-term trends in
the chemical climate of the United States, AIRMoN
was designed to provide data with a greater temporal
resolution.

All three NADP networks use the same rain
gage, the Belfort 5780, to determine precipitation
depth. The Belfort 5780 is a mechanical gage devel-
oped in the 1940's. In addition to being an older
design, the gages used by the NADP are aging; most
Belfort 5—780 gages in operation today have been
continuously deployed in the field for more than
15 years, and in 1997 alone there were more than
180 equipment failures (Claybrooke and others, 2000).
Because many of the rain gages at the NADP sites
have been operated for nearly 2 decades, there are
concerns about the continued reliability of these aging
instruments.

National Atmospheric Deposition Program

e

e
L

Alaska

Puerto Rico

Virgin Islands

Hawaii

Figure 1. Location of National Atmospheric Deposition Program sites, December 2001.
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The scientific community associated with the
NADP, aware that there have been considerable
advancesin rain-gage technology, is actively exploring
options for replacing the Belfort 5—780. Sincethe time
the Belfort 5—780 gages were installed, many new
preci pitation-measurement tools have become avail-
able. In 1998 and 1999, the U.S. Geologica Survey
(USGS) evaluated the performance of several recently
devel oped, technologically advanced rain gages as
possible replacements for the Belfort 5—780. Theideal
replacement gage would provide the NADP with
precise and accurate data retrievable in a variety of
electronic formats, with minimal human intervention
and maintenance. This report details the evaluation of
four possible replacement gages for upgrading precipi-
tation measurement in the NADP. The accuracy, preci-
sion, and reliability of the replacement gage
candidates also were evaluated.

PREVIOUS RAIN-GAGE STUDIES

Difficulties involved in obtaining accurate
measurements of solid (snow/ice) and liquid (rain)
precipitation have been recognized for many years.
Numerous studies have been conducted to eval uate the
accuracy and performance of rain gages. The results of
these studies show that the type of collection method
used can significantly affect the quantity of precipita-
tion measured. Although the types of collection
methods and the magnitude of measurement error
differed in each study, many studies concluded that
overcatch due to raindrop splash, undercatch due to
wind velocity and shielding, and errors associated with
the diameter of gage orifice (opening), anount of time
the orifice was open, and the type of rain gage used
contributed the most to measurement precision and
accuracy (Emerson and Macek-Rowland, 1990;
Goodison and others, 1981; Sturges, 1984; Yang and
others, 1999).

Intensive research into rain-gage overcatch due
to raindrop splash was conducted more than 70 years
ago (Gold, 1931). Gold's research suggested that
2-mm raindrops impinging on awet surface could
splash to heights of 4.2 ft. A few years after Gold
published his research, Ashmore (1934) reported that
the highest splash would approach 4 ft on hard
surfaces such as marble, asphalt, tarmac, concrete, and
red bricks. Golubev (1985) found that the maximum
flight distance of raindrop splash was 3.6 ft after

impacting on wet or dry ceramics or on standing water.
Golubev (1985) also found that only 2.7 percent of
raindrop splash would exceed a height of 11.8 inches.
A major concern with the use of rain gagesis
the effect of wind on their accuracy. For example,
gages with sloped surfaces tapering upward to the
orifice can deflect and accelerate wind over the gage,
reducing catch (Jeff Cole, National Center for Atmo-
spheric Research, written commun., 2001). Wind-
induced eddies around agage will deflect precipitation
that normally would be caught or may even gject drops
that have already entered the collector (Handock,
1960). The higher the gageis installed above the
ground surface, the greater the wind-induced errors
(Handock, 1960). Turbulent eddies created by the
wind in the gage mouth may reduce the catch, and the
increased horizontal windspeed over the orifice may
result in the transport of small droplets across the
opening, which would otherwise, in undisturbed air
flow, fall into the gage (Bruce and Potter, 1957).
During the 1960’s, scientists working at the Precipita:
tion Polygon in Valdai, Russia, installed standard
8-inch United States nonrecording rain gagesin
64.58-ft clearings for a 5-year study of wetting,
undercatch, and evaporation losses. Their findings
indicate a 4-percent undercatch of liquid (rain) precip-
itation if gages were installed without shielding from
wind effects (Golubev and others, 1992). Liquid
precipitation undercatch from wind effects also has
been estimated at about 4 percent by other researchers
(Jeff Cole, National Center for Atmospheric Research,
written commun., 2001). Gage size, shape, configura-
tion, and location result in unique wind-deflection
characteristics that can contribute to measurement
errors. These gage attributes have a pronounced effect
on wind turbulence over and around the gage and can
substantially reduce gage catch efficiency. The diam-
eter and construction of the gage orifice and the
resulting effects on wind turbulence are less important
than the size, shape, and location of the gage itself.
Key physical characteristics of the gage (diam-
eter, construction, material, configuration, and size)
also can contribute to rain-gage error. The diameter
and construction of the gage orifice contribute to rain-
gage error by retarding or enhancing wetting loss.
Wetting loss is defined as water subject to evaporation
from the surface of the inner walls of the precipitation
gage after a precipitation event and water retained on
the walls of the gage and its containers after its
contents are emptied (Metcalfe and others, 1994).

PREVIOUS RAIN-GAGE STUDIES

3



While evaluating the performance of various
technologically advanced rain gages, it isimportant to
keep in mind that wind-induced gage undercatch of
precipitation, among other known systematic errors, is
the greatest source of biasin precipitation observation
(Yang and others, 1999). Yang and others also refer-
enced the work by Karl and others (1993), Groisman
and Legates (1994), and Metcalfe and others (1997),
commenting that changes in instrumentation may
introduce a discontinuity into precipitation time series
because the gage measurement is affected by gage
design (that is, physical characteristics of the gage),
including particularly whether the gage is equipped
with awind shield. According to Yang and others
(1999), numerous studies (Larkin, 1947; Larson and
Peck, 1974; Goodison and others, 1981; Sturges,
1984; and Hanson, 1989) have shown that a shielded
gage (in locations with significant amounts of solid
precipitation) can catch up to 50 percent more precipi-
tation than its unshielded counterpart for the same
environmental conditions. It isimportant to note that
these studies were all done in areas where a significant
component of the precipitation was snow. Studies
where the precipitation is primarily rain consistently
show much smaller errors associated with shielding.
Asthe NADP considers updating its aging precipita-
tion gages in order to obtain more precise data, it is
even more advisable that rain-gage shielding be
adopted as standard practice by the network.
Currently, rain-gage shielding is optional at NADP
sites. More NADP sites lack shielding than those that
have shielding for their rain gages. Yang and others
(1999) report that the combination of precipitation
records from shielded and unshielded gages can result
in inhomogeneous precipitation time series and can
lead to incorrect spatial interpretations. Because time-
series analyses on atmospheric deposition data
collected by the NADP rely on shielded and
unshielded rain gages, it can be inferred that the same
type of errors may be occurring. Spatial interpolations
are also adversely affected by the current optional
shield policy of the NADP (Jim Lynch, Penn State
University, written commun., 2002).

In 1998, the Illinois State Water Survey began
testing the ETI Noah |1 precipitation gage as a poten-
tial replacement for the Belfort 5780 gage. The ETI
Noah |1 has virtually no moving parts and contains
electronic filters that reduce fal se readings caused by
wind, temperature, and evaporation. To increase the
sensitivity of the Belfort 5780 gage for measuring

small precipitation amounts, the standard 8-inch-diam-

eter orifice was replaced with a 12-inch orifice. Liquid

depth measurements from both gages were compared
with reference measurements from aNovalynx Model
260—2510 National Weather Service type stick gage
(NovaLynx stick gage) located at the site. The Nova-
Lynx stick gages have no mechanical parts and are
commonly used as reference gages with which the
performance of other gagesis compared. This experi-
ment continued for 1 year, from July 1998 to July
1999. In that time period, 96 precipitation events were
measured, including light and heavy rain and snow.
According to a paired t-test and a Wilcoxon signed-
rank test, the data obtained from the ETI Noah Il and
Belfort 5—780 measurements were not significantly
different. Both gages captured significantly less
precipitation (p<0.01) than the NovaLynx stick gage.
Differences between the Belfort 5—780 or ETI Noah |1
gages and Noval.ynx stick gages averaged about

0.01 inch per event at this well-maintained test site
operated by experienced personnel of the lllinois State
Water Survey. One problematic observation of the ETI
Noah Il gageisthat it consistently recorded fal se posi-
tive responses that appear to be temperature related
(Claybrooke and others, 2000).

GAGES EVALUATED IN THIS STUDY

Four candidate rain-gage types (Belfort 3200,
ETI Noah I, Geonor T—200, and OTT PLUVIO) were
evaluated as possible replacements for the Belfort
5780 rain gages used in the NADP. The performance
of the candidate rain gages were compared to that of
the Belfort 5—780 and the Nova Lynx stick gage. The
NovaLynx stick gage is used as areference gage in
this study because it has no mechanical parts.

The USGS Hydrologic Instrumentation Facility
(HIF) in Bay St. Louis, Miss. provided testing for six
rain-gage types. A summary of the technical specifica
tions for each gage is shown in table 1. Two units of
each of the following models were selected for testing:

Belfort Hi-Capacity Precipitation Gage model
3200 (Belfort 3200)

Belfort Universal Precipitation Gage series
5780 (Belfort 5-780)

Geonor Precipitation Gage T—200 (Geonor
T—200)

ETI Noah 1

OTT PLUVIO

NovaLynx Model 260—2510 National Weather
Service type stick gage (Novalynx stick gage)

4  Evaluation of Candidate Rain Gages for Upgrading Precipitation Measurement Tools for the National Atmospheric Deposition
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Table 1. Specifications for each gage type used in the study

Description of Gages

Belfort Hi-Capacity Precipitation Gage Model 3200

The Belfort 3200 (fig. 2) has a 12-inch-diameter
orifice and a straight-sided collector to minimize
wetting loss, snow bridging, and the effects of wind.
Snow bridging is an effect that occurs primarily in wet
snow conditions when snow clings to the sides of a
precipitation gage and gradually accumulates until the
gage orificeis capped with accumulated snow (Belfort
Instrument Company, 2002b). The weight of collected
precipitation is sensed through a vibrating force trans-
ducer. The system has a microprocessor built into the
unit to aid field personnel with sampling, data
filtering, and temperature compensation. A collector
funnel is provided for liquid precipitation, and adrain
cock is provided for fluid removal. Data are available
in seria digital (RS232), analog voltage, current-loop,
and simulated tipping-bucket formats. Belfort specifi-
cations state that the accuracy of the gage is 0.02 inch
and the resolution or sengitivity is 0.01 inch. The unit
can be powered with either 12-volt direct current or
115 or 230-volt aternating current (Belfort Instrument
Company, 2002c).

[n/a, not applicable]
. Gage
Orifice O'.’mce 1-inch Gage body Gage Gage Gage
- diam- L body ] Gage . - - Power
diam- . liquid ; diam- - height, weight, weight, . Sensor
Name . eter, in . diam- . height, . - . LY required,
eter, in L equiva- . eter,in . . in milli- in in kilo- . type
. milli- eter, in . ininches in volts
inches lent . milli- meters pounds  grams
meters inches
meters
Belfort 3200 12.01 305.05 1,853 20 508.00 438 1,219.2 83 37.65 12 Vibrating
force
trans-
ducer
Belfort 5-780 8.00 203.20 824 14 355.60 355 901.7 25 11.34 n/a Mechanical
Geonor 6.28 159.51 507 15.35 390.00 29.92 760 28.66 13 12 Vibrating-
T—200 wiregage
Ssensor
ETI Noah I 11.90 302.26 1,820 12 304.80 34 863.6 30 13.61 12 Load trans-
ducer
OTT PLUVIO 8.27 210.06 507 8.27 210.00 2244 570 13.2 6.0 9t016  Vibrating-
wiregage
sensor
NovaLynx 8.00 203.20 841 8 203.20 27 685.8 7 32 n/a n/a
Model Nova-
Lynx 260—
2510 NWS
type
1At 20 degrees Celsius.
2At 4 degrees Celsius.

Figure 2. Belfort 3200 rain gage.
GAGES EVALUATED IN THIS STUDY 5



Belfort Universal Precipitation Gage Series 5—780

The Belfort 5-780 is amechanical gage with an
8-inch-diameter orifice. Precipitation enters the
Belfort 5780 (fig. 3) and travels through an
aluminum funnel into a galvanized steel bucket. The
collection bucket rests on a platform supported by a
calibrated weighing spring. As the bucket fills with
precipitation, the spring is depressed, causing the
linked dual-traverse pens to be displaced. An inked
traceisrecorded on apaper strip chart wrapped around
arotating, clock-operated drum. A trained operator
records the volume and timing of accumulated precipi-
tation events on a 7-day strip chart that requires
manual interpretation. Belfort recommends adding a
known volume of oil to the bucket to retard evapora
tion. In the winter aknown amount of antifreeze
should be added to keep the water from freezing; the
funnel also should be removed so that solid precipita-
tion falls directly into the collecting bucket. Gage
capacity of 12 inches (300 mm) is standard. Belfort
specifies that the accuracy and sensitivity at full scale
are 0.5 and 0.1 percent, respectively. Potentiometric Figure 3. Belfort 5-780 rain gage.
output is available for transmitting data, which would
eliminate the need for manual interpretation of strip
charts. Inits standard configuration, the Belfort 5780
gage does not require power from an external source
(Belfort Instrument Company, 2002a). The two
Belfort 5-780 gages used in this study were more than
10 yearsold and had been used by the NADP for many
years. To represent a comparison of up-to-date gage
technology to the current gages used by the NADP, the
Belfort 5780 gages used in this study were of similar
condition to the Belfort 5—780's currently deployed by
the NADP.

' o ;.?'

‘s»‘i\iﬁg‘ﬁj
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Geonor Precipitation Gage T—200

The Geonor Precipitation Gage T—200 (fig. 4)
uses an electrically excited, vibrating-wire gage sensor
(700-3,500 hertz) to generate a frequency output as a
function of applied tension or weight. There are no
mechanical moving partsin this gage; therefore, the
gage should normally require very little onsite mainte-
nance. The accuracy of the gage is 0.1 percent of full
scale whereas the sensitivity is0.004 inch. Datacan be
recorded at any desired interval, and the gage inter-
faces with most data-acquisition systems. For
example, during this study, personnel at the HIF
programmed the T—200 to take measurements every
15 minutes. Power to the unit is supplied by 12-volt
direct current through the datal ogger connected to the
gage. To facilitate data transmission, specia hybrid-
circuitry cards are supplied to most retrieval systems
(Geonor, Inc., 2002).

Figure 4. Geonor Precipitation Gage T—200.

ETI Noah Il

The ETI Noah I1 (fig. 5) uses a Weight Measure-
ment Assembly (WMA) sensor to detect the amount of
collected precipitation. The WMA sensor is a stabi-
lized amplifier that converts direct current impulses to
alternating current, which then provides excitationto a
load transducer. Output from the load transducer isfed
to a 16-bit-resolution analog-to-digital converter,
which provides an internal sensitivity of greater than
0.005 inch. The air temperature and sample weight are
measured every 10 seconds. Additional software
converts the 10-second values to 1-minute values,
which are then summed into 15-minute values. The
ETI Noah Il provides onsite communication with
remotely located sensors through cellular and land-
line telephone systems, Geostationary Operational
Environmental Satellite (GOES) communication,
meteor-burst communications, and LEO (low-earth
orbit) satellite data-retrieval systems. The ETI Noah Il
gage operates on 12-volt direct current (ETI Instru-
ment Systems, Inc., 2002).

Figure 5. ETI Noah Il rain gage.

GAGES EVALUATED IN THIS STUDY



OTT PLUVIO

The OTT PLUVIO gage (fig. 6) is constructed
of V2A stainless steel and conforms to the World
Meteorological Organization Hellmann-type stan-
dards. A 4-channel datalogger is built into this
compact precipitation gage and can be interfaced with
alaptop computer, HY DRAM |1 Reading Unit, or
other external processing system. Data output isin
serial digital RS232 form or as a pulse-output simu-
lated tipping bucket. The gage can sense and record
precipitation intensities up to about 2 inches per
minute (50 mm). The accuracy of the gageislessthan
0.0016 inch when collecting 0.39 inch of precipitation,
whereas the sensitivity is 0.01 inch. The system uses a
software compensation system to avoid variance due
to temperature-related water-density differences.
Several electronic filters are included to prevent wind-
related artifacts in collected data. This gage does not
require the use of afunnel; therefore, significant evap-
oration lossis prevented. While power istypically
supplied by 12-volt direct current, 9- to 16-volt direct
current can be used to operate the OTT PLUVIO gage
(OTT Messtechnik GmbH and Company, written
commun., 1999).

Figure 6. OTT PLUVIO rain gage.

NovalLynx National Weather Service Type Rain
Gage

The NovalLynx stick gage (fig. 7) isan all-
aluminum cylindrical gage that can measure up to
2 inches of precipitation in 0.01-inch incrementsin an
inner chamber referred to asthe receiver. The accuracy
of the gage is 0.5 percent of full scale whereas the
sensitivity is 0.01 inch. Excess rainfall overflows the
inner chamber into the outer chamber where it can be
measured after the quantity in the receiver has been
measured and removed. The dipstick is marked in both
English and metric equivalents. During the winter
months, the receiver and funnel are removed so snow-
fall can be measured directly. This mechanical gage
does not require power from an external source (Nova-
Lynx Corporation, 2002).

Figure 7. NovaLynx Model 260—2510 National
Weather Service type rain gage.

8  Evaluation of Candidate Rain Gages for Upgrading Precipitation Measurement Tools for the National Atmospheric Deposition
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METHODS OF STUDY

Two identical gages of each type were evaluated
during atwo-phase testing program. Phase | involved
testing of the gagesindoors, in acontrolled laboratory
environment (68° to 75°F). Phase Il involved testing
the gages in an outdoor environment.

Phase | Testing

Phase | testing was performed indoorsto test the
accuracy and precision of the gages. With the excep-
tion of the Belfort 3200 gages, which were floor
mounted, all of the gages were mounted on sturdy,
level, 3- by 5-foot metal tables in the equipment-
testing laboratory at the HIF. Before testing, each gage
was calibrated according to the procedures and stan-
dards provided by the gage manufacturer. The pedes-
tals and collection buckets for al of the gages also
were leveled. Calibration coefficients were entered
into a Campbell data-logger program as required for
the various gages. The diameter of each inlet orifice
was precisely measured and a gram/inch standard was
determined for each gage by using manufacturer-
specified milliliters of water equivalent to 1 inch of
precipitation. These amounts were converted to
temperature-compensated grams of water. Tap water
was precisely weighed using a National Institute of
Standards and Technology (NIST) traceable calibrated
gram scale before being added to each gage. An indi-
vidual test involved adding simulated rainfall amounts
in small increments that produced cumulative depths
from 0.01 inch to as much as 12 inches, unless the
maximum full-scal e capacity of the gage was less than
12 inches, in which case the gage was tested to its
standard full-scale capacity. Twelve inches of rainfall
is the capacity of the current NADP rain gage and is
sufficient for the weekly or daily NADP monitoring
networks; capacities of some of the gages in excess of
12 inches were therefore not evaluated. All of the
gages that were tested are continuous recording gages,
except the Novalynx stick gages. Unlike the other
gages that were tested by adding small increments that
produced cumulative depths, the Novalynx stick
gages were tested with separate amounts of water
decanted for each depth. The 2-inch-capacity tube was
completely dried before each depth was decanted. The
equivalent of 2 inches of rainfall was decanted into the
NovalLynx stick gage, the largest volume for an indi-
vidual test. While the NovalLynx stick gage has an
overflow chamber that provides atotal gage capacity

of 20 inches of precipitation, the inner chamber and
stick are only calibrated to 2 inches of precipitation.
Adding amounts of simulated rainfall greater than the
2-inch capacity of the inner chamber would have only
tested the ability of the technician to pour water care-
fully and therefore was not done. The largest volume
decanted at one time for the other gages was equiva-
lent to 1 inch of rainfall. Each volume was decanted
gradually and the gage reading allowed to stabilize
before recording the gage response.

For the Geonor T—200, Belfort 5780, Belfort
3200, and ETI Noah |1, the cumulative depths of simu-
lated rainfall applied were 0.00, 0.01, 0.05, 0.10, 0.30,
0.50, 0.75, 1.0, 2.00, 3.00, 4.00, 5.00, 6.00, 7.00, 8.00,
9.00, 10.00, 11.00, and 12.00 inches. For the OTT
PLUVIO, the same cumul ative depths were applied to
8.00 inches (effective gage capacity due to software
problems). The cumulative depths applied for the
NovalLynx stick gage were 0.00, 0.01, 0.05, 0.10, 0.25,
0.75, 1.05, 1.58, and 2.00 inches. Tap water in the
depths specified was applied for a minimum of 20
times to each gage, which produced a minimum of 20
individual tests (except for the NovalLynx stick gages,
which were each tested 19 times). Human error
resulted in 28 missing values for the Belfort 5—780-2
gage; infour individual tests of thisunit, thefirst seven
depth values were inadvertently omitted. Minor tech-
nical problems or human errors resulted in atotal of
one or two missing values for three other gages over
the entire course of Phase | testing.

Asacheck, an electrical depth gage was used to
verify the amount of water present in each gage after
the addition of water. As the specified amounts of
water were added to each gage, the water was weighed
twice, first with aMettler PE 3600 digital scale and
then with a Mettler P3N scale. The Mettler PE 3600
digital scaleisaccurateto + 0.1 g. A Mettler P3N
scale, accurate to + 0.3 g at afull scale of 3,000 g, was
used to double check the amounts of water added to
each gage. Both scales were calibrated according to
NIST standards before and after Phase | testing.

A Campbell Scientific CR10X datalogger and
an RS232 electrical interface were used to collect and
store data from the Belfort 3200, ETI Noah |1, and
Geonor T—200 on alaptop computer asatext file. Data
from the OTT PLUVIO gage were obtained from a
built-in HY DRAM |1 datalogger and an RS232 inter-
face and were stored on a laptop computer as a text
file.

METHODS OF STUDY
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Phase Il Testing

Phase |1 testing was performed outdoors on the
grounds of the HIF in Bay St. Louis, Miss,, to test
accuracy and precision. The rain gages were installed
in a 60- by 60-ft array at the field-test site by using
NADP site-location protocols for guidance. The gages
were |ocated near the northwest corner of the HIF,
with the orifices placed the same distance above the
ground and leveled (fig. 8). If agageisnot level, it will
not accurately record the precipitation. A standard
carpenter's level was used to check the gages' front-to-
back and side-to-side levelness, and any adjustments
also were checked with the carpenter's level. The
gages are not within a 45-degree angle of any obstruc-
tion (fig. 9).

Gageswere securely attached to their stands and
firmly fixed in place. It was economically impractical
to mount the gages on cement slabs. Platforms of
different heights were constructed of treated 2 by 4's
and ¥+inch plywood to ensure that the orifices of all
gages were at the same level. Gage stability was an
important consideration; each gage was bolted to its
platform, and sandbags were used on the platform

Figure 8. Rain gages deployed for Phase Il testing at
the U.S. Geological Survey Hydrologic Instrumenta-
tion Facility in Bay St. Louis, Mississippi.

cross members to ensure a solid base. Test data were
obtained and the level of each gage observed while
its platform was bumped repeatedly. It took aforceful
kick to disturb the level or change the data by

0.01 inch. Placement of sandbags and gages was
checked and adjusted after this test. Stability and
levelness were also checked approximately every

2 weeks during the test. Adjustment was not needed
over the course of the study for any of the gages.

All gages were recalibrated according to the
appropriate manufacturer specifications. Although
some NADP sites shield their rain gages, it is not an
NADP requirement to do so. To minimize the physical
distance between gages, Alter-type shields were not
used during Phase |1 testing. Legates and DeL iberty
(1993) reported that the systematic undercatch biases
in gage-measured summer precipitation in the region
of Mississippi where Phase |1 testing was completed
was between 4 and 5 percent. Systematic undercatch
biases in gage-measured summer precipitation can be
expected to vary slightly, depending on the diameter of
the rain-gage opening (Golubev and others, 1992).
Comparisons during Phase || testing were between
gages and gage types; differencesin gage performance
related to differencesin liquid precipitation undercatch
are believed to have been minimal.

Each week HIF personnel retrieved the datafor
each test gage. Electronic dataretrieval was performed
as described in Phase | testing with the following
exceptions: (1) The Belfort 5780 paper charts were
changed weekly and sent to the lead investigator for
interpretation, and (2) visual inspection of precipita-
tion depth for the Novalynx stick gage was done daily
by HIF personnel and manually recorded.

For the purpose of this study, evaluation of gage
performance was determined on the basis of multiple
test results. An accurate gage would return results
identical to the various amounts of water applied
during Phase | testing. During Phase |1 testing, the
amounts of water recorded by the NovalLynx stick
gages were used as the reference with which the other
gageswere compared. Precision would be indicated by
repeatability or duplication of results between gages of
the same type, in both phases of testing. Results also
were evaluated using nonparametric statistical teststo
compare gages of the same type and to compare gage
performance against a known amount of applied simu-
lated rainfall (Phase |) and against the results obtained
from areference gage (Phase | and I1).

10 Evaluation of Candidate Rain Gages for Upgrading Precipitation Measurement Tools for the National Atmospheric Deposition
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Figure 9. Diagrammatic plan view of the rain gages deployed for Phase Il testing at the U.S. Geological Survey Hydro-
logic Instrumentation Facility in Bay St. Louis, Mississippi. Drawing is not to scale.

RESULTS OF EVALUATION

Rain-gage responses were arranged in chrono-
logical order and graphed for visual inspection to
determine unusual or unexpected patterns or trends.
While HIF personnel attempted to test the OTT
PLUVIO gagesto their 10-inch capacity in Phasel, a
software algorithm problem limited meaningful read-
ingsto 8 inches. For amounts of applied water over
8 inches, results were omitted to remove the effects of
the algorithm problem. The Belfort 3200 gages had
technical problems that were difficult for HIF
personnel to correct during both Phase | and Phase 11
testing.

Phase | Test Results

Phase | data were collected in December 1998
and January 1999. Table 2 shows selected statistics
including the median, lower, and upper quartiles for
the differences in inches between the measured and

applied ssimulated rainfall during Phase | testing. In
individual tests, large differences between the
measured and applied amounts of simulated rainfall
were occasionally observed. Differences between
measured and applied simulated rainfall ranged from
—0.601 to +0.270 inch for all gages tested. The differ-
ence of —0.601 inch was observed in atest where

11 inches of simulated rainfall was applied to the
Geonor T—200-1 gage, which equates to a difference
of —5.46 percent. The difference of +0.270 inch
occurred in atest using the Belfort 5-780-2 gage
when 5 inches of simulated rainfall was applied, which
isthe equivalent of a+5.40 percent difference

(table 2).

The median difference, in inches, between the
measured and applied simulated rainfall was 0.000 for
all gages except the Belfort 3200 and the Geonor
T—200. The median differences between the measured
and applied simulated rainfall were —0.042 and
—0.024 inch for the two Geonor T—200 gages and
—0.110 and —0.024 inch for the two Belfort 3200
gages. Gages where both the median difference

RESULTS OF EVALUATION

11



Table 2. Selected statistics for the differences, in inches, between the measured and applied simulated rainfall during

Phase | testing

[All unitsin inches; N, number of samples; Q1, the lower quartile in data distribution; Q3, the upper quartile in data distribution]

Gage N I\\/I/Eziensg Minimum Maximum  Median a1 Quartile 23 Interg}nugaertile
Belfort 3200-1 380 0 -0.412 0.062 -0.110 —-0.228 -0.015 0.213
Belfort 3200-2 380 0 —0.299 0.093 —0.024 —-0.085 0.002 0.087
Belfort 5780-1 380 0 —0.060 0.090 0.000 —-0.010 0.000 0.010
Belfort 5780-2 352 28 —0.110 0.270 0.000 —-0.020 0.000 0.020
Geonor T-200-1 380 0 —-0.601 0.185 —0.042 —-0.116 —0.008 0.108
Geonor T-200-2 380 0 —0.230 0.077 —0.024 -0.077 —0.001 0.076
ETI Noah 11-1 379 1 —-0.020 0.100 0.000 —0.001 0.000 0.001
ETI Noah 11-2 378 2 —0.450 0.020 0.000 —-0.001 0.000 0.001
OTT PLUVIO-1 300 0 —-0.020 0.000 0.000 —-0.010 0.000 0.010
OTT PLUVIO-2 299 1 —0.030 0.000 0.000 -0.010 0.000 0.010
NovaLynx NWS Type Gage-1 171 0 —0.090 0.040 0.000 0.000 0.000 0.000
NovaLynx NWS Type Gage-2 171 0 —0.090 0.040 0.000 0.000 0.000 0.000

between the measured and applied simulated rainfall
and the interquartile range of all of their measured
minus applied simulated rainfall differenceswere
small (£0.01linch) were judged to have performed very
well in Phase | testing. The median and interquartile-
range values were 0.01 inch or lessfor each of the ETI
Noah Il gages, OTT PLUVIO gages, and NovalLynx
stick gages. Median and interquartile-range values
approximating 0.00 inches indicate that gages produce
unbiased results and results with low variability,
respectively, under controlled (laboratory testing)
conditions. The performance of the Geonor

T—200 and Belfort 3200 gages was affected by tech-
nical problems during Phase | testing.

In figure 10, the median, spread, skewness, and
presence or absence of outlying values for Phase |
testing are depicted in boxplots (Helsel and Hirsch,
1992). The differences for al depths of applied simu-
lated rainfall for the ETI Noah II, OTT PLUVIO, and
Novalynx stick gageswere small, which indicates that
the ETI Noah I, OTT PLUVIO, and NovalLynx stick
gages consistently recorded depths more commensu-
rate with the amounts of applied simulated rainfall in
Phase | testing than the Geonor T—200, Belfort 5780,
and Belfort 3200 gages. Results of a Friedman test
also showed that there were statistically significant
differences (e = 0.01) between all gages of different
makes and modelsin the Phase | testing.

The precision of the results obtained from each
pair of identical gages was evaluated to determine if
there were statistically significant differences between
paired gages of identical type. The null hypothesis that
there was no difference between the paired gages of
identical type was tested against the alternative
hypothesis that there was a statistically significant
difference between the paired gages of the sametype.
Results of the Wilcoxon signed-rank test indicated
statistically significant differences between the
Geonor T—200 paired gages (o.= 0.01, p = 0.0075) and
the Belfort 3200 paired gages (oo = 0.01, p = 0.0003).
The paired differences between all other gages of the
same type were not statistically significant, which
indicates good precision.

For each rain gage, differences between the
measured and applied simulated rainfall were evalu-
ated for each depth based on the individual tests.
Cumulative absol ute differences between the
measured and applied amounts of water are shown as
bar graphs (figs. 11 and 12) and listed numerically
(table 3). A missing bar for a particular gage indicates
a cumul ative absolute difference of 0.00; thisimplies
that the differences between the measured and applied
simulated rainfall were exactly 0.00 for all of the tests
for that gage at the indicated depth. Cumulative abso-
lute differences of 0.00 at each depth applied were
observed for at least one and, in many cases, for both
of the OTT PLUVI1O gages over the range of 0.01 to

12 Evaluation of Candidate Rain Gages for Upgrading Precipitation Measurement Tools for the National Atmospheric Deposition
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Figure 10. Differences, in inches, between the amount of simulated rainfall measured and the amount of simulated
rainfall applied in Phase | testing (0.01 inch applied to 4.0 inches applied).

1.0 inch of applied simulated rainfall. Thisanalysisis
useful for determining which depths of applied simu-
lated rainfall are accurately determined by individual
gages. The cumulative asbsolute difference for each
gage for depths of ssimulated rainfall of 3.0 and

8.0 inchesindicates the relative accuracy of the gages
tested. The gages are listed in table 3 in order of
decreasing accuracy for the 3-inch and 8-inch simu-
lated rainfall depths. For example, the Belfort 3200
gages, which did not perform well on an overall basis
in Phase | testing accurately measured 0.01 and

0.05 inch of simulated rainfall and compared favorably
with most gages for up to a depth of 1.0 inch of simu-
lated rainfall. Between 2 and 12 inches of applied
simulated rainfall, the cumulative absolute differences
observed with the Belfort 3200—1 incrementally
increased at afaster rate than the cumulative absolute
differences observed with other gage typestested. The
Belfort 32002 performed better than the Belfort
3200-1 over arange of 2 to 12 inches of applied rain-
fall. Figures 11 and 12 and table 3 show that the
performance of the ETI Noah Il gages was similar to
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Figure 12. Cumulative absolute differences, in inches, between the amount of simulated rainfall
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the performance of the OTT PLUVIO over much of the lowest cumulative absol ute differences for up to
therange of applied simulated rainfall, particularly for 2.0 inches of applied simulated rainfall. For 4 to
depths over the range of 0.75 to 8.0 inches. For 8 inches of simulated rainfall, the ETI Noah Il gages
extremely low amounts of applied simulated rainfall, had the lowest cumulative absolute differences,

0.01 to 0.50 inch, the OTT PLUVIO cumulative abso- followed by the OTT PLUVIO gages. It also isworth
lute differences were smaller than those for other noting that the gage currently in use throughout the
gages tested. On an overal basis, the OTT PLUVIO NADP, the Belfort 5780, did relatively well in Phase
gages, when compared to results for other gages, had | testing, performing better than the Geonor T—200
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and Belfort 3200 gagesin the Phase | cumulative abso-  cumulative absolute differences for the other gages
lute difference analysis but not as well asthe OTT that were tested.

PLUVIO or ETI Noah Il gages. This can be discerned
by comparing the Belfort 5—780 cumulative absolute
differencesin figures 11 and 12 and table 3 with the
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Figure 13 shows the median difference, in
inches, between the measured and applied amounts of
rainfall for the individual tests at each gage. The
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median differences approximated 0.00 at all depths for
the ETI Noah Il and OTT PLUVIO gages, aswell as
for the NovaLynx stick gage. Median differences for
the NovalLynx stick gage were plotted separately
because of the unique depths of simulated rainfall
applied for this gage and the NovalLynx stick gages
only were tested to their inner-chamber capacity of
2.00 inches of rainfall. The median differences

between the measured and applied simulated rainfall
as percentages of the applied simulated rainfall are
shown in figure 14. For all gages, the median percent
difference at each depth applied was between —5 and
+5 percent. For both units of the ETI Noah Il and the
OTT PLUVIO gages, the median percent differences
were within the narrow range of —0.5 to +0.5 percent.
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Phase Il Test Results

Following Phase | indoor bench testing, all of
the gages were relocated outdoors at the HIF for the
Phase |1 outdoor testing. Phase |1 data were collected
during a 26-week testing period between January 8
and July 8, 1999. All precipitation during Phase I
testing was in the form of rain. Except for the Nova-
Lynx stick gages, which were read once aday, al other
gages were set to record precipitation continuously.
The Belfort 5—780 gages were equipped with paper
recording charts and operated in a manner simulating
their use by the NADP. Weekly totals for the Belfort
5-780 gages were determined from the paper charts.
With the exception of the NovalLynx stick and Belfort
5780 gages, the gages transmitted precipitation
values every 15 minutes to dataloggers. Data periodi-
cally were downloaded from the dataloggers to a
laptop computer by HIF personnel and printed out on
paper. The original computer files were not available
for this report, but USGS personnel entered the data
into computer files from the paper copies.

The portions of the Phase |1 testing period for
which data were obtained from each of the gages were
different. The precipitation records for the OTT
PLUVI10O gages were complete for the entire 26 weeks
of outdoor testing. Both Geonor T—200 gages operated
for the 26 weeks of the study with the exception of a
few brief periods due to battery failures, which fortu-
itously were at times when no precipitation was docu-
mented by the other gagesin the study. The OTT
PLUVIO gage was the most reliable gage in both
Phase | and |l testing. The gage operated trouble free
over the duration of the study. The ETI Noah I11-1 gage
operated for 24 of the 26 weeks, and the ETI Noah |1—
2 gage operated for 16 of the 26 weeks. Mechanical
and calibration difficulties with the Belfort 32001
and Belfort 3200—2 gages rendered them inoperable
for 17 of 26 and 20 of 26 weeks of testing, respec-
tively. The Belfort 5~780—1 and Belfort 57802
gages operated for 25 of 26 and 23 of 26 weeks,
respectively, and the periods of lost record for these
gages were due to common operator errors with this
gage (failure to rewind the clock, reink the pen tip, or
changethe chart). The two NovalLynx stick gageswere
read daily for the first 25 weeks of the 26-week study
but were inadvertently not read by HIF personnel
during week 26. It isworth noting that, for the gages
with more than 3 weeks of lost record, the dataloss
was in sequential weeks beginning in week 1 of the

Phase |1 testing. Once the gages that lost 3 or more
weeks of record starting in week 1 of Phase |l testing
were repaired, they generally operated trouble free for
the remainder of the study.

With the exception of the Novalynx stick gages
that were read daily, weekly totals were calculated for
each gage by summing the continuous, 15-minute-
increment precipitation values into daily totals, then
adding the daily totals to obtain weekly totals. Care
was taken to include only the upward movement in
recorded values that was due to precipitation and to
account accurately for shiftsin the baseline for each
gage—not atrivial task. Increasesin agage's baseline
due to the addition of oil or water by the technicians
were accounted for in the determination of daily
precipitation totals. Decreases in the recorded values
that occurred when water was lost from a gage due to
evaporation or when liquid was removed from the
gage by the technicians also was factored out of the
precipitation totals.

Table 4 showsthe weekly precipitation totalsfor
each gage during Phase 11 testing; figures 15—16 depict
weekly totals graphically. In 8 of the 26 weeks, weekly
totals between 0.42 and 0.96 inch of precipitation were
recorded by the Noval.ynx stick reference gages.
Differences in weekly totals among all of the gagesin
the study ranged from 0.06 to 0.18 inch when the
weekly total precipitation measured by the reference
gages was between 0.42 and 0.96 inch. In 6 of the
26 weeks, the amount of precipitation measured by the
Novalynx stick reference gages was between 1.43 and
3.18 inches, and all gagesin the study measured total
precipitation within 0.17 and 0.39 inch during these
weeks. The maximum weekly difference among gages
in a given week was 0.39 inch, which occurred during
the wettest week of the study when 3.18 inches of
precipitation was recorded by the reference gages.

M easurabl e precipitation (more than 0.01 inch)
was recorded by one or more gagesin 25 of the 26
weeks of testing. During Phase |1 testing, accurately
measuring trace amounts of precipitation or weekly
totals of no precipitation proved somewhat chal-
lenging. Three gages (Belfort 5780, ETI Noah |1, and
OTT PLUVIO) each recorded 5 weeks with no precip-
itation, while the NovalLynx stick gage recorded
4 weeks with no precipitation and the Geonor T—200
gages recorded only 1 week with no precipitation.

Throughout Phase |1 testing, the Geonor T—200
weekly totals frequently were slightly higher than the
weekly totals for the other technologically advanced

RESULTS OF EVALUATION 19



8T0 790 280 - - 180 6.0 790 590 1.0 280 080 8.0 890 7.0 8-z AInc 9z
€0 S6¢C 8T'€ 8T'¢ 8Te 80°¢ 60°€ S6°C 86C 80°¢ ere 96°C 80'¢ 68¢C [ YA T Anc—szaunt Gz
0co 000 0c'0 700 700 (0]40] 800 000 200 0c0 0c0 STO 10 000 000 v¢—8Taunt ¢
6€0 08¢ 61°¢ 18¢C 88¢C ere ore 08¢ 6¢C v0'e 6T°€ S6°¢C 96°C G8'¢ IT€ LT-TTaunt g¢
€20 000 €20 200 200 900 900 €00 00 ST0 €20 800 S00 000 000 OT—vaunt ¢¢
6Z0 0LT /8T /87T /87T 8T 6T - 0LT 9T 8.LT 8. T 6.T 89T €LT gaunc—gz feN T2
.00 o 81’0 0 0 0 0 - 0 o 8v'0 [140] f440] -- fard0] le—Tz ke oz
0T'0 000 0T0 000 000 000 000 000 000 200 (0]%0] 000 000 -- 000 0z—vT RN 6T
¢to 780 96°0 960 960 260 060 80 060 160 260 €60 060 - 060 €12 feIN 8T
600 SE0 70 ero [A740) 0 o 9€0 8c0 4] 1440 8e0 S€0 - - 9 feN-o0g |udy /T
0T’0 000 0T0 700 S00 800 800 S00 00 800 0T’0 000 000 -- - 62—€z Iudy 9T
S00 000 S00 000 000 000 000 000 000 S00 S0°0 000 000 - - 229t |udy ST
00 000 700 000 000 000 000 000 000 €00 700 000 000 - - ST-6 ludy T
00 000 700 €00 €00 000 100 000 000 700 T00 700 700 - - gz Iudy €1
T judy
(440 9c¢ 8¢ 8¢ 8v'¢ vee €ee 9ze [AN4 veC see - - - - —9CYPrN 2T
170 000 170 100 200 000 000 000 000 70 100 000 000 - - GCO6T PN TT
LT0 8¢ T0€ T0€ T0€ G8'¢ /8¢ - 8¢ /8¢ 88¢C 98¢ 88¢C - - 8T<CT YR 0T
900 o 81’0 L0 8’0 Zro er'o - o s/ 4] 70 ’ o1 4] - - TI-SYEN 6
810 0L0 880 980 880 L0 T.0 - 0.0 S.°0 ¥.°0 2.0 €L0 -- -- PUYRN-9COGed 8
.00 600 910 A0} A0} 710 e - 600 9T0 €T0 - TT0 - - G614 L
0T'0 €80 €60 060 €60 880 S8°0 - 80 ¥8°0 180 €80 060 - - 8T<CTed 9
00 €00 .00 900 .00 S00 S00 - €00 900 900 S00 S00 - - TT-G0d G
1710 ce0 er'o ero evro 8€0 8€0 - €0 ce0 €0 GE0 6€0 - - voed —6cuer v
91’0 650 S0 890 890 990 990 - €90 090 650 0.0 S.°0 -- -- 8¢—¢ccuer €
T00 000 T00 S00°0 S000 000 000 - - 000 000 000 000 -- -- Tc—STruer ¢
/T0 9€T €ST eVt eVl 9eT €T - - T T 0ST ST -- -- vi-—guer T
wmmwm_um sobeb sobebh ¢ obeb T obeb
aoua Ije wody e woly adhy adk zobeb Tobeb zobeb Tobeb zobebh Toabeb zabeb T obeb zobeb T abeb
-19lIp 2103 2103 OoINeS OoINeS OIANTd OIANTd 11YyeoN [IYyeON 00¢—L1 00¢—L 08.S 08.S 00ce 0oce saleq 199M
Apream Apram Apram 19UIEIM A9UIEIM 110 110 113 113 Jouos9 Jouosy  lojled 1ojleg uojjeg Uojeg
wnu wnw wnw feuolyeN feuolyeN
e -IUIN -IXeN XUATeAoN xuATenoN

ferep ou ‘-]

Bunsal || aseyd Bunnp abeb yoea Ag painseaw ‘sayoul ul ‘sje1ol uonendioald Apespn v o|gel

Evaluation of Candidate Rain Gages for Upgrading Precipitation Measurement Tools for the National Atmospheric Deposition

Program

20



All precipation data where the weekly total was 0 to 5.0 inches
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Figure 15. Weekly precipitation totals measured by each gage type during the 26-week
Phase Il testing period (0.00 to 0.30 inch and 0.00 to 5.00 inches of precipitation).
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Precipation data where the weekly total was 0.30 to 1.0 inch
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Figure 16. Weekly precipitation totals measured by each gage type during the 26-week Phase Il
testing period (0.30 to 1.0 inch and 1.0 to 3.5 inches of precipitation).
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rain gages tested due to afew sporadic recordings of
trace amounts of precipitation over the course of a
week when other gages were recording no precipita-
tion. Because manual observations were made once
per day, it is not possible to know with absolute
certainty if these sporadic trace values were errors or
accurate recordings of precipitation. In 15 out of

20 weeks in which the Geonor T—200 and OTT
PLUV IO gages both recorded measurable (0.01 inch
or more) precipitation, the Geonor T—200 gages
recorded a dightly higher weekly total than the OTT
PLUVIO gages. The differencesin weekly totals
between the Geonor T—200 and OTT PLUVIO gages
ranged from —0.07 to 0.13 inch, with amedian differ-
ence of 0.02 inch. The Geonor T—200 gages also
recorded slightly higher weekly totalsin 15 out of

18 weeksin which the Geonor T—200 and ETI Noah |1
gages were both operational and recording measurable
amounts of precipitation. The differencesin weekly
totals between the Geonor T—200 and ETI Noah 1
gages ranged from —0.04 to 0.26 inch, with amedian
difference of 0.05 inch. The Geonor T—200 weekly
totals exceeded the Belfort 5—780 weekly totalsin 12
of 17 weeksin which both gages recorded measurable
precipitation. The differencesin weekly totals between

the Geonor T—200 and Belfort 5—780 gages ranged
from —0.13 to 0.26 inch, with a median difference of
0.02 inch. Wind interference resulting in fal se posi-
tives and the temporary installation methods used for
the study, which were less isolated from the effects of
slight vibrations than recommended by the manufac-
turer, are believed to have contributed to the Geonor
T—200 gages recording small amounts of precipitation
when the ETI Noah Il and the OTT PLUVIO gages
were recording no precipitation. The ETI Noah Il and
the OTT PLUVIO gages came equipped with built-in
filtering software that automatically removed signal
noise resulting from wind and other sources of vibra-
tion, but the Geonor T—200 gage was not equipped
with noise-filtering software.

The average weekly precipitation total s obtained
from each of the gages under consideration as possible
replacement gages for NADP use and from the two
Belfort 5—780 gages included in the test to represent
the current NADP gages were compared with the
average weekly totals obtained from two NovalLynx
stick gages to evaluate accuracy. Figure 17 depictsthe
difference, in inches, between the average weekly
precipitation totals measured by each gage type and
the average weekly total measured using two collo-
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Figure 17. Difference, in inches, between the average weekly precipitation totals measured by
each gage type and the average weekly precipitation total measured using two collocated
NovaLynx Model 260-2510 National Weather Service type stick gages during Phase Il testing.
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cated Novalynx stick gages. Over the entire time
period of Phase Il testing, the total absolute difference
between average weekly totals measured with a partic-
ular gage type and the average weekly total measured
with the NovalLynx stick reference gages ranged from
1.23 inchesfor the Belfort 5-780 to 1.83 inchesfor the
Geonor T—200 gages (table 5). The total absolute
difference is the sum of the weekly absolute differ-
ences between a particular gage type and the Nova-
Lynx stick reference gages. The median absolute
differences between a particular gage type and the
NovalLynx stick reference gages for the 26 weeks of
outdoor testing ranged from 0.04 inch for the OTT
PLUVIO and the ETI Noah Il gagesto 0.06 inch for
the Geonor T—200. Because the Belfort 3200 gages
were inoperable for most of the Phase Il testing, itis
not meaningful to include the results from this gage
type in a calculation of median or total absolute differ-
ences. Boxplotsin figure 18 depict the overall distribu-
tion of differences between the average weekly
precipitation measured by each gage and the average
weekly precipitation total measured using two Nova-
Lynx stick gages during Phase |1 testing. The median
difference between average weekly precipitation totals
calculated for each gage and the average weekly
precipitation total for NovalLynx stick gages was nega-
tive with the exception of the Geonor T—200 gages.

While the variability in paired Geonor T—200 minus
NovalLynx stick gage differences was greater than the
variability in paired comparisons between the other
gages tested and the Noval.ynx stick gage, the
Wilcoxon signed-rank test results indicate no statisti-
cally significant differences between results for any of
the rain gages and results for NovalLynx stick gages
with the exception of theresultsfor ETI Noah |1 gages
(p =0.04, 0.=0.05).

The results of the Phase |1 testing also were
analyzed to determine the precision between gages of
the same type (paired gages). Idedlly, gages of the
same type will record identical precipitation amounts.
Table 6 lists summary statistics regarding the precision
between two gages of the same type. The median rela
tive differences of measured average weekly precipita-
tion between gages of the same type ranged from 0.00
to 0.01 inch for all of the gages except the Belfort
3200, which had operational difficulties as mentioned
previously. The total absolute differences between
gages of the same type over the 26 weeks of the study
were 0.12 inch for the NovalLynx stick gages, 0.22
inch for the OTT PLUVIO gages, 0.28 inch for the
ETI Noah Il gages, 0.51 inch for the Belfort 5—780
gages, and 0.75 inch for the Geonor T—200 gages,
indicating good precision between measurements by
the paired gages. Table 7 lists the results of the

Table 5. Differences in the average weekly precipitation total, in inches, for each gage type as compared to the average
weekly total precipitation, in inches, determined from two NovalLynx National Weather Service type reference gages during

Phase Il testing

[All unitsin inches except for median relative percent difference and median absolute percent difference, which arein percent]

Belfort 3200 Belfort 5-780 Geonor T-200 ETI Noah Il OTT PLUVIO
Gage average — gagel- gage-— gage-— gage®- gage-—
Reference gage average Reference Reference Reference Reference Reference

gage? gage? gage? gage? gage?
Total relative difference -0.34 -0.49 0.01 -1.52 -0.60
Median relative difference -0.03 -0.01 -0.01 -0.04 -0.02
Total absolute difference” 0.61 1.23 1.83 155 141
Median absolute difference 0.05 0.05 0.06 0.04 0.04
Median relative percent difference -5.40 -5.15 —4.59 -8.20 —4.90
Median absolute percent difference 5.47 10.64 8.02 8.43 8.27

Tin 16 of the 25 weeks of the Phase I1 study, at least one of the Belfort 3200 gages was inoperational, making it difficult to compareits results to

the other gages.

2NovaLynx National Weather Service type gage was used as the reference gage.
3At least one ETI Noah |1 gage was operational in 23 of the first 25 weeks of the Phase |1 study.
“Total absolute difference for gages for which there were not data for the entire study were extrapolated by multiplying by 1/fraction of the study

where data were available.
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Wilcoxon signed-rank test for the paired-gage compar- CONCLUSIONS
isons. In all cases, the null hypothesisthat therewas no

difference between the paired gages of the same type The OTT PLUVIO proved to be the most reli-
and mode! was not rejected, indicating that the small able gage in Phase | and |1 testing, operating trouble
differences in measurements between gages of the free over the duration of the study. The ETI Noah I
same type were not statistically significant. gage and the OTT PLUVIO gage produced data of the
The OTT PLUVIO gage was the most reliable highest accuracy and precision. The Geonor T—200
gagein Phase| and Il testing. The gage operated gage also performed reasonably well in Phase | and 11
trouble free over the duration of the study. testing and could be a suitable replacement gage for
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the NADP if the technical problemsthat kept this gage
from performing to the same level asthe OTT
PLUVIO and ETI Noah Il gages can be overcome. The
Belfort 3200 gages could a so be considered as
possibl e replacement gagesif redesigning the gage can
correct the technical problems that affected its perfor-
mancein Phase | and Il testing. A winter study to eval-
uate gage performance under adverse snow and ice
conditions must be conducted before any final recom-
mendation is made to NADP personnel.

While evaluating the performance of various
technologically advanced rain gages, it isimportant to
keep in mind that wind-induced gage undercatch of
precipitation, among other known systematic errors, is
the greatest source of biasin precipitation observation
(Yang and others, 1999). Currently, rain-gage
shielding is optional at NADP sites. More NADP sites
lack shielding than currently have shielding for their
rain gages. The combination of precipitation records
from shielded and unshielded gages can result in
inhomogeneous preci pitation time series and can lead
to incorrect spatial interpretations (Yang and others,
1999). Because time-series analyses on atmospheric
deposition data collected by the NADP currently rely
on shielded and unshielded rain gages, it can be
inferred that the same type of errorsin deposition
time-series analyses using NADP precipitation data
may be occurring, as observed by Yang and others
(1999) and many other investigators.

SUMMARY

The U.S. Geological Survey evaluated the
performance of four technologically advanced rain
gages as possible replacement gages for the current
mechanical gage (Belfort 5-780) in use at al NADP
precipitation monitoring sites. The gage models evalu-
ated were the Belfort 3200, Geonor T—200, ETI1 Noah
I, and the OTT PLUVIO. The NovaLynx National
Weather Servicetype stick gage also wasincluded in
the study as areference gage. The rain gages were
tested for accuracy, precision, and reliability in atwo-
phase study that was done by the U.S. Geological
Survey Hydrologic Instrumentation Facility in Bay St.
Louis, Mississippi. In thefirst phase, gages were
bench tested in a laboratory setting with known
amounts of simulated rainfall applied in small incre-
ments to the full capacity of each gage or up to
12 inches, depending on the gagetype. In Phase| tests,

the median difference between the measured and
applied smulated rainfall was 0.000 inches for all
gages except the Belfort 3200 and the Geonor T—200.
The median differences between the measured and
applied ssimulated rainfall were—0.042 inch and
—0.024 inch for the two Geonor T—200 gages. For the
two Belfort 3200 gages, median differences of —0.110
inch and —0.024 inch were measured.

The reproducibility of the results obtained from
each pair of identical gageswas evaluated to determine
if there were statistically significant differences
between paired gages of identical type. Results of the
Wilcoxon signed-rank test indicated statistically
significant differences between the Geonor T—200
paired gages (p = 0.0075) and the Belfort 3200 paired
gages (p = 0.0003). The paired differences between all
other gages of the same type were not statistically
significant.

Differences between the measured and applied
simulated rainfall were evaluated for each depth that
was tested. Cumulative absol ute differences of
0.00 inches at each depth applied were observed for at
least one and in many cases for both of the OTT
PLUVIO gages over the range of 0.01 to 1.0 inch of
applied simulated rainfall. The performance of the ETI
Noah Il gages was similar to the performance of the
OTT PLUVIO over much of the range of applied
simulated rainfall, including all depths over the range
of 0.75 to 8.0 inches. For extremely low amounts of
applied smulated rainfall, 0.01 to 0.50 inch, the OTT
PLUVIO cumulative absolute differences totals were
smaller than those for the other gages tested. Overall,
the OTT PLUVIO gages had the lowest cumulative
absolute difference totals for up to 2.0 inches of
applied simulated rainfall. For 4 to 8 inches of applied
simulated rainfall, the ETI Noah |1 gages had the
lowest cumulative absol ute differences, followed by
the OTT PLUVIO gages. It is also worth noting that
the gage currently in use throughout the NADP, the
Belfort 5780, performed better than the Geonor
T—200 and Belfort 3200 gagesin the Phase | cumula-
tive absol ute difference analysis but not as well as the
OTT PLUVIO or ETI Noah Il gages.

In Phase | testing, the median differences
between measured and applied rainfall approximated
0.00 at all depthsfor the ETI Noah Il and OTT
PLUVIO gages, aswell asfor the NovaLynx stick
gage, the gage with no moving partsincluded in the
study as areference gage. For all gages tested, the
median percent difference at each depth applied was
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between —5 and +5 percent. For both units of the ETI
Noah Il and the OTT PLUVIO gages, the median
percent differences were within the narrow range of
—0.5to +0.5 percent.

Following the Phase | indoor bench tests of
applied simulated rainfall, al of the gages were relo-
cated outdoors at the Hydrologic Instrumentation
Facility for the Phase |1 testing. Data were collected
between January 8 and July 8, 1999. Except for the
Novalynx stick gages, which were read daily, all of
the gages were set up to record precipitation continu-
ously. Changes in gage readings due to evaporation
losses, offset differences caused by the addition of oil
to prevent evaporation, and the dumping of gage
contents were taken into account.

Data completeness was different for the various
gages during Phase Il testing. Both of the OTT
PLUVIO gages operated trouble free for the entire
26 weeks of outdoor testing, and weekly records were
complete for each of these gages. The Geonor gages
experienced only minor losses of data, lasting up to
severa hours, due to battery failures. The ETI Noah
I1-1 gage operated for 24 of the 26 weeks, while the
ETI Noah 11-2 gage operated for 16 of the 26 weeks.
Mechanical difficulties with the Belfort 32001 and
Belfort 3200—2 gages rendered them inoperable for 17
of 26 and 20 of 26 weeks of testing, respectively. Due
to operator errors the Belfort 5~780—1 and Belfort
5—-780-2 collected data for 25 of 26 and 23 of
26 weeks, respectively. The NovalLynx stick gages
were read for the first 25 weeks of the 26-week study.

In 18 of the 26 weeks, the amount of precipita-
tion that fell was between 0.01 and 1.0 inch. The
weekly total precipitation was between 1 and 2 inches
for 2 of the 26 weeks and between 2 and 3.5 inchesin
the 2 remaining weeks of the 26-week study. All of the
precipitation was in the form of rain. Throughout
Phase |1 testing, the Geonor T—200 weekly totalswere
frequently dlightly higher than the weekly totals for
the other technologically advanced rain gages tested
due to afew sporadic recordings of trace amounts of
precipitation over the course of aweek when other
gages were recording no precipitation. In 15 out of
20 weeks in which the Geonor T—200 and OTT
PLUVI0O gages recorded measurable (0.01 inch or
more) precipitation, the Geonor T—200 gages recorded
adlightly higher weekly total than the OTT PLUVIO
gages. The differencesin weekly totals between the
Geonor T—200 and OTT PLUVI1O gages ranged from
—0.07 to 0.13 inch, with a median difference of

0.02 inch. The Geonor T—200 gages also recorded
dightly higher weekly totalsin 15 out of 18 weeksin
which the Geonor T—200 and ET1 Noah |1 gages were
both operational and recording measurable amounts of
precipitation. The differencesin weekly totals between
the Geonor T—200 and ETI Noah |1 gagesranged from
—0.04 to 0.26 inch, with a median difference of

0.05 inch.

As part of the evaluation of Phase Il results, the
average weekly precipitation totals obtained from the
Belfort 5—780 gages and from each of the gages under
consideration as possible replacements for the Belfort
5780 gage were all compared with the average
precipitation weekly totals obtained from two Nova-
Lynx stick gages. The median absolute differences
between a particular gage model and the NovalLynx
stick reference gage for the 26 weeks of outdoor
testing ranged from 0.04 inch for the ETI Noah Il and
OTT PLUVIO gagesto 0.06 inch for the Geonor
T—200. Thetotal absolute difference between a partic-
ular gage type and the reference gage ranged from
1.23inchesfor the Belfort 5780 to 1.83 inchesfor the
Geonor T—200 gages. Because the Belfort 3200 gages
were inoperable for most of the Phase Il testing, it is
not meaningful to include the results from that gage
typein acalculation of median or total absolute differ-
ences. The Wilcoxon signed-rank test resultsindicate
there were no statistically significant differences
between results from any of the rain gages and results
from the NovalLynx stick gages with the exception of
the ETI Noah |1 gages (p = 0.04, o.=0.05).

The results of the Phase |1 testing also were
analyzed to determine the precision between gages of
identical type. Gages of the same type ideally will
record the same precipitation amounts. The median
relative differences between gages of the sametype
ranged from 0.00 to 0.01 inch of precipitation for all of
the gages except the Belfort 3200, which had opera-
tional difficulties. The total absolute difference
between gages of the same type over the 26 weeks of
the study was 0.12 inch for the NovalLynx stick gages,
0.22 inch for the OTT PLUVIO gages, 0.28 inch for
the ETI Noah |1 gages, 0.51 inch for the Belfort 5-780
gages, indicating good precision between measure-
ments by paired gages of the sametype. The total
absolute differences for the Geonor T—200 and Belfort
3200 gages were 0.75 and 0.87 inch, respectively. In
all cases, the null hypothesis that there was no differ-
ence between the paired gages of the same type and
model was not rejected.
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